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Made in Qnerice Special Purpose Probes 
28 Years 


We have designed and made special 
products for Lockheed Martin, Boeing, 
Teradyne, Agilent (H.P.), 
Honeywell and others. 


LED 
Push Button Switch 


Slide Switch 


For 28 years, Probe Master 
has been designing and 
manufacturing quality 

oscilloscope probes 
and test leads. 


Today, we may not be as 
big as Tek and H.P., but 
like them, we are proud of our 
“Made in America” products. 


Call us with your requirements for: 


e Special Purpose Probes 
e Educational Kits 
° Automotive Probes 


° Computer Guided Probes 
° Custom Lengths 


Talk with our Technical Support staff 


= Fike ae MD 8 00- 7 7 2 e | 5 | 9 


www.probemaster.com 


2 PROBE MASTER® 1-800-772-1519 www.probemaster.com 


High Performance 
€@lp Gold Contacts 


The Choice of 
Professionals Worldwide 


500 MHz Ocscilloscope Probes Active Differential Probes 
(with multi tip adapters) page 8 


page 4 


Modular Test Leads 


(with 26 plug on accessories) 


iil 


pages 9-11 


Soft Handle Test Leads 


(with screw on accessories) 


page 12 


Surface Mount Test Leads 
(with spring loaded tips) 


page 13 


BNC Adapters & Terminations 
page 18 BNC Cables, Breakouts & Patchcords 


page 16 


2 ee 
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500 MHz Oscilloscope Probes 
500 MHz Probe 5900 Series 


e 13 Piece Kit 

e GOLD Contacts 

e 500 MHz & 400 MHz 
e Case Included 


FOR TEK, H.P. & $ 189 


OTHER SCOPES 13 PiecerKit 


; Model 5905-1RA 


Probe Master’s new 5900 series probes are 
available in 400 MHz & 500 MHz bandwidths. 
= — Probes are also available with readout feature. 
: The probe body is made of high impact ABS. 
Soft molded strain reliefs at all stress points 
assure long cable life. In short, it has been 
designed to offer you high performance coupled 


A high Performance Probe to 


meet the requirements of Tek, with high quality. The 5905-1RA is a replacement 
H.P. & other scopes for the Tek P6139A. 


Probes with Readout Actuator 


ieee 
@3 DB Rating | pF M-ohm 

[5904-1RA| 10x [3.5 1] 400 | 600 | 8 10 | .80ns_| $175.00_ 
(ssoscieafiox [3s [500 | 600 | 8 10 | 70ns_| $189.00 ] 


The Readout Actuator (RA), permanently attached at the factory, is an option for 
10X Probes. These RA probes may be used with Tektronix scopes that have the 
readout option. 


The 5905-1RA is a replacement for the Tek P6139A probe. 


13 Piece Kit 
MODEL 5905-1RA SHOWN 


Probes without Readout Actuator 


BW MHz | Voltage | loading 
@3 DB Rating | pF M-ohm 


rss0a1 [tox [35 i| 400 | coo | 8 10 | eons [916500 
(59051 [ rox [351 [300 | e00 [8 10 | 70ns 1 3179.00, 


Accessories included in Kits (may be purchased separately) 
4955SH Sprung Hook $4.95 4960GL 3” Ground Lead 
4982MT Micro Tip .030” $3775 4961GL 6” Ground Lead 


4950TT I.C. Test Tip $.60 4987BA BNC Adapter 
4951TI Tip Insulator $.60 5964WT Wire Wrap Tip 3” 


4953TT Trimmer Tool $1.00 4983HG High Frequency Gnd. 
4956PH Pincer Hook $7395 4989NP Needle probe 
4981ST Std. Tip .055” $3325 5954CA Black Case 


For additional Accessories see 4900 Series 
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Oscilloscope Probes 


Heavy Duty Scope Probe 3900 Series 


e MODELS TO 100 Mhz 
e RUGGED FIXED TIP .055” DIA. 


$41 


MODEL 3901-2 


SHOWN Accessories 
Included 


Probe Kits 


VOLTAGE 600 VOLTS D.C. 


Probe Master offers a rugged, heavy duty 
oscilloscope probe at low prices. This probe features 
a Snap on Rotating Ground Lead, and a Heavy Duty 
Fixed Tip. Accessories include, Sprung Hook, 

6” Ground Lead, Trimmer Tool. 


3900 Series Master Kit $1 08 3900 Series 
12 Piece Kit 
MODEL 3915 
100 MHz 


Probes included-3901-2(1X/10X), 3903-2(1X), 3904-2(10X) 
Accessories Included - (3) Sprung Hooks, (3) 6” Ground Leads, 
Trimmer Tool, Extender Tip and Storage Box. 


4900 Series Master Kit A900 Series 
$ Piece Kit 
MODEL 4915 

150 MHz 


Probes included-4901-2 (1X/10X), 4904-2 (10X), 4903-2 (1X) 
Accessories included-(3) Spare Tips, (3) Sprung Hooks, (3) 6” Ground 
Leads, 12” Ground Lead, Trimmer Tool, Tip Cover, IC Test Tip, BNC 
Adapter, Wire Wrap Tip, Wire Wrap Ground, Pico Hook, Pincer Hook, 
Extender Tip 4”, High Frequency Ground, Alligator Tip, Channel Markers, 
Storage Box. Want different probes in this kit? Call us for prices. 
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Oscilloscope Probes 


The GOLD Probe 4900 Series 


Basic 7 Piece Kit $49 ¢ MODELS TO 300 MHz 
° RA OPTION AVAILABLE 
© (2) INTERCHANGEABLE TIPS 
(.030 & .055 Dia.) 


Poraniel LENGTH BW MHZ | RISE TIME | LOADING once 
MODEL ATIN FT. M.}| _AT-3db ns Pf MQ | PRICE 
1 


- 3.5 1 10/150 35/2.4 55/14 1/10] $48.00 
-2} SWITCHED | 5 es) 10/150 35/2.4 57/15 1/10} $49.00 
- 1X/R/10X | 6.6 2 5/125 70/2.8 59/16 1/10} $56.00 
= 10 3 5/125 70/2.8 68/18 1/10} $64.00 
4902-1 3.5 1 10/250 35/1.4 52/12 1/10} $53.00 
-2} SWITCHED | 5 is) 10/250 35/1.4 54/14 1/10] $54.00 

-3| 1X/R/10X | 6.6 2 5/200 70/1.7 56/15 1/10} $63.00 

10 3 5/150 70/2.4 61/17 __1/10]} $71.00 

4903-1 3.5 1 38 9.2 30 1 $38.00 
-2 FIXED 5 1.5 30 11.6 40 1 $39.00 

- 1X 6.6 2 26 13.5 54 1 $46.00 

~ 10 3 22 eye) 76 1 $51.00 

3.5 1 150 2.4 14 10 | $43.00 

FIXED 5 ies) 150 2.4 US 10 | $44.00 

10X 6.6 2 125 2.8 17 10 | $53.00 

10 3 100 3.5 19 10_| $61.00 


1.4 11 10 | $49.00 
1.4 12 10 | $50.00 
1.7 14 10 | $60.00 
2.4 16 10_| $66.00 


11 10 | $69.00 
FIKED 100X 3510 | $72.00 


Kit Includes: Basic accessories shown MODEL 4910-2 1.2 KVDC (ALL OTHER PROBES 600 VOLTS D.C.) 
The “Gold Probe” has been designed specifically for TES GiO LIENS ISDA SEs UES FO 

use with Tektronix, Agilient and other high performance Readout Actuator (RA), permanently attached at the factory, is an option 
oscilloscopes. The Gold plated Tips, Sprung Hook, Ground _ for 10X, 100X & Switchable Probes. It may be used with the 465, 475, 2200, 
Lead, Alligator Tip and other critical interconnect points 2300, 2400, 5000, 7000, 11000 and TDS Series Tektronix Scopes. 

within the Gold Probe, provide excellent contacts for Toorder Add RAto model number s(G Xe aula 


. : Add $25.00 to Switchable Probe Prices 
probing low level analog signals. Add $10.00 to Fixed Probe Prices 


MODEL 4901-2 SHOWN 


RW 
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The GOLD Probe $78 4900K Series 


Deluxe 17 Piece Kit e MODELS TO 300 MHz 

e RA OPTION AVAILABLE 

e (2) INTERCHANGEABLE TIPS 
(.030 & .055 Dia.) 


| om 
MODEL ATIN ET. M. AT-3db ns Pf MQ | PRICE 
4901-1K She) 1 10/150 35/2.4 155/14 1/10] $77.00 
-2K | SWITCHED | 5 ios) 10/150 35/2.4 57/15 1/10] $78.00 
-3K | 1X/R/10X | 6.6 2 5/125 70/2.8 159/16 1/10] $87.00 
-4K 10 3 5/125 70/2.8 68/18 1/10} $91.00 
4902-1K 3.5 1 10/250 35/1.4 52/12 1/10] $81.00 
-2K | SWITCHED | 5 les) 10/250 35/14 |54/14 1/10] $82.00 
-3K | 1X/R/10X 6.6 2 5/200 70/1.7, 156/15 1/10} $94.00 
-4K 10 3 5/150 70/2.4 61/17 __1/10 | $98.00 
4903-1K 3) 1 38 2. 30 1 $66.00 
-2K FIXED 5 ies) 30 11.6 40 1 $67.00 
-3K 1X 6.6 2 26 1)3x8) 54 1 $75.00 
-4K 10 3 22 IE) 76 1 $80.00 
4904-1K 355) 1 150 2.4 14 10 | $71.00 
-2K FIXED 5 1.5 150 2.4 15 10 | $72.00 
-3K 10X 6.6 2 125 2.8 17 10 | $82.00 
-4K 10 3 100 3.5 19 10 | $87.00 
4905-1K 3.5 1 250 1.4 11 10 | $78.00 
-2K FIXED 5 eS 250 1.4 2 10 | $79.00 
-3K 10X 6.6 2 200 lez 14 10 | $89.00 
-4K 10 3 150 2.4 16 10_| $94.00 


4906-1K | FIXED 10X | 3.5 i Sas sa 10 | $92.00 
4910-2K | FIXED 100X 3.5 10 | $95.00 


MODEL 4910-2K 1.2 KVDC (ALL OTHER PROBES 600 VOLTS D.C.) 
10X COMPENSATION RANGE - 10PF TO SOPF 


MODEL 4901-2K SHOWN 


Kit Includes: Basic accessories plus BNC Adapter, 


Readout Actuator (RA), permanently attached at the factory, is an option 


Channel Markers, Te Ground Lead, Pincer Hook, for 10X, 100X & Switchable Probes. It may be used with the 465, 475, 2200, 
Pico Hook, Wire Wrap Tip, Wire Wrap Ground, 2300, 2400, 5000, 7000, 11000 and TDS Series Tektronix Scopes. 
Alligator Tip, High Frequency Ground, Extender Tip To order: ae Rene atic Moses 4901-2KRA) 

4”, and Black Vinyl 3 Fold Pouch. pierre sels ie aagean te 


Add $10.00 to Fixed Probe Prices 
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Oscilloscope Probe Accessories - Fits 4900 & 5900 Series 


4900 Series 


High Performance GOLD Contacts 


$3.75 as 
4965WG 
6” Wire Wrap Gnd = ee ~~ - - = - == 
< ! 4964WT 
! 6” Wire Wrap Tip ELTA 
i] i} 
I le 
: 
| 4988DL 24.50 
4960GL $3.40 4 1 3.5” Dual Lead as: 
3” Ground Lead ‘ ! Adapter 
6” Ground Lead . 1 
4963GL $3.60 \ H 


12” Ground Lead 


an 


eS 4955SH 
y Sprung Hook so 
= oo $2.90 
Ng cece 
— este 
High Freq. Gnd 4973ET 
Extender Tip 4” Spidey 


4953TT 
Trimmer Tool 


B06 $1.00 


4971CM 
Channel Markers 


$1.00 
wi For.030 Tip 


$3.95 


_ Bipeeen ———._ gang , 


4970AT 
6” Alligator Tip a3 22 


4987BA 
BNC Adapter 


For .055 Tip 


4952BA 2-50 
BNC Adapter 


A985BT 
Banana Tip 


$4.90 


Test Lead Holder $3.00 


MODEL 9175 


a 


¢ Length 6” 
¢ High impact vinyl 


The .025 female sockets on this 
Dual Lead Adapter will accept most 


Attach to any surface 
with screws or included 
adhesive strip. The end slots 
are wider for larger probes. 


PROBE MASTER® 


leads are short for minimum noise. 
gold plated. 


1-800-772-1519 


Dual Lead Adapter 


male pin hooks and grippers. The removable 


t 


956PH $7.95 


4 
Pincer Hook .055” 


4986MP $8.95 
Micro Pincer .030” 


| 


4958PH 
| Pico Hook $4.95 
i] 
- =3}— 
| 4957MH 
! Micro Hook $4.95 


SMD Grippers 
(See Page 13) 


$3.75 
4982MT 
Micro Tip .030” 


$3.75 


4981ST 
Std. Tip .055” 


$4.90 
4989NP 

2” Needle Probe 
$3.50 
4984HT 
Hook Tip 

$ .60 
4950TT 
1.C. Test Tip 
$ .60 


4951TI 
Tip Insulator 


$24.50 


MODEL 4988DL 


Contacts are 


www.probemaster.com 


Differential Probes 


Differential Probe for Small Signals 


With high bandwidth, low noise and high common mode rejection, the 
4222 is ideal for measurements of the small differential signals (as low 
as 100uV) in data communications and high-speed power electronics. 


Input Voltage Range Input 
Bandwidth | Common Mode | Differential | Attn/Gain | Accuracy Impedance 
4222 | 200 Mhz 1/10 +1% | 500k OHm/7pF | $989.00 


(Power Requirements: 9VDC adaptor - Model 4210 $19.95) 
Optional power leads and removable battery pack. 

For additional Specifications contact our sales department, or 

visit: www.probemaster.com 


i 


See our website: www.probemaster.com for additional specifications and 
voltage category ratings. With a wide choice of attenuation ratios, they are 
capable of making full range (from millivolts to + 1400V) measurement of 

floating signals in power electronics circuits. Accuracy +2% 


Pee a 
Common Mode Differential Attn/Gain Accuracy Impedance 
+70V @ 1/10 1/10,1/100 +2% 4M Ohm/5.5pF $332.00 
+140V @1/20 1/20,1/200 +2% 4M Ohm/5.5pF $332.00 


4234 100 +1400V +140V @ 1/100 1/100, 1/1000 +2% 4M Ohm/7pF $675.00 
+1400V @1/1000 


4241 70 +7000 +700V @ 1/100 1/100, 1/1000 42% 10M Ohm/10pF $979.00 
+7000V @1/1000 
4241A Same specification as 4241, except that it will withstand 5000 VRMS (inputs to ground) $1450.00 


Power Requirements: 4x AA cells, or Optional 9VDC adaptor (Model 4210 $19.95). 
For additional Specifications contact our sales department, or visit: www.probemaster.com 
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DMM Test Leads - 9100 Series 


Electronic Basic Kit Deluxe Kit 


rit 


INCLUDES: 
(2) Leads 9152 Gana ==. 
(2) Probes 9153 e 
(2) Spade Lug 9159 > $77.90 
(1) Alligator Clip 9156 9] 04 R* 
(1) Extender Probe 9154 INCLUDES: (2) Leads 9152, (2) Probes 9153, (2) 
(1) Sprung Hook Lead 9164 Spade Lugs 9159, (2) Alligator Clips 9156, (2) 
ce (1) Black Vinyl Pouch 9176 Extender Probes 9154, (2) Minigator Leads 9161, 
9103R (2) Sprung Hook Leads 9164, (2) .025” Wire Wrap 
Leads 9168, (2) Pico Hooks for W.W. 4958, (2) 
$31 .90 * Change R to S for Straight Pincer Hooks for W.W. 4956, (2) Sprung Hook 


Retractable Plugs on both ends. Probes 9169, (1) Black Vinyl Pouch 9176 


Suggested “Add-On” Items 
for this Basic Kit 


9167 Wire Piercing 7 $13.25 


9174 Wire Piercing $19.90 
9173 Alligator Probe —— $18.90 


9154 Insulated Probe $3.75 


Piercing Needle Tip om ’ $4.90 


9177 ~—‘12” Safety Extender Probe $19.50 
ee 


For Black add -0, for Red add -2 


Industrial/Automotive Basic Kit 


INCLUDES: 
(2) Leads 9152 


(2) Probes 9153 

(2) Spade Lugs 9159 

(2) Alligator Clips 9157 

(1) Piercing Sprung Hook 9167 
(1) Black Vinyl Pouch 9176 


9186 


9105R* 
* Change R to S for Straight 
$41.90 Retractable Plugs on both ends. 


For more details see accessory page 11 


Suggested “Add-On” Items 
for this Basic Kit 


9169 — Spring Hooks | $5.90 


9174 Wire Piercing $19.90 


Telecom Basic Kit 


9164 — Spring Hooks $3.60 


fi INCLUDES: 

(2) Leads 9152 

afi (2) Probes 9153 
(2) Spade Lugs 9159 


(2) Alligator Clips 9156 
(2) 5 Way Telephone Clips 9163 
(1) Black Vinyl Pouch 9176 


9161 Mini-Gator $3.10 


9154 Insulated Probe $3.75 


9186 Piercing Needle Tip $4.90 


BLOT — 


$41 90 * Change R to S for Straight For Black add -0, for Red add -2 
c Retractable Plugs on both ends. For more details see accessory page 11 
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DMM Test Leads - 9100 Series 


O, 


— 


Ey 


a 
ay 
a 


Probe Lead Kit $18.50 
GOLD Tips & Connectors 9101S 


Kit includes 2ea. 48” Silicone Leads with 
Straight Retractable Banana Plugs on each 
end and 2ea. Probes. 

Rating: 1000V, 10 AMP 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


Probe Lead Kit $18.50 
GOLD Tips & Connectors 9101R 


Included (2) 48” Silicone leads with Straight Retractable 
Shrouded Banana Plugs on one end, and Right Angle 
Shrouded Banana Plugs on the other. And 2ea. Probes. 
Rating: 1000V, 10AMP 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


ats Universal Probe Kit $36.90 
ae 9102R* 


GOLD Tips & Connectors 


Kit includes: 2ea. (red and black), Leads with Shrouded Right 

Angle Banana Plug, Probes, Sprung Hook Probes, Alligator Clips, 

Spade Lugs and Black Vinyl Pouch. 

Rating: 1000V, 10AMP * Change R to § for Straight 
Retractable Plugs on both ends. 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


10 


GOLD 
Connectors 


GOLD 
Connectors 


GOLD 
Connectors 


PROBE MASTER® 


Retractable Shroud Lead Kit $37.50 


Kit includes 5 leads (red, black, yellow, 5 Piece Lead Kit 
green and blue) with Retractable Banana Plugs. 9120S-24 24” Lead Kit 
slg fim eee aa 9121S-36 36” Lead Kit 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


Retractable Shroud Lead $8.50 
Includes (1) Silicone Lead with Straight Retractable Banana Single Lead Only 
Plugs on both ends. May be used with 9100 Series Optional 9151-24-* 24” Lead 
Accessories. Available in 24”, 36” and 48” Lengths. 9151-36-* | 36/mresd 
*Specify colors - 0 Black - 2 Red - 4 Yellow - 5 Green - 6 Blue ol - €a 
Rating: 1000V, 10AMP 9151-48-* 48” Lead 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


Probe Lead $8.00 
9152-0 Black 
Included (1) 48” Silicone lead with Straight Retractable 9152-2 Red 


Shrouded Banana Plug on one end, and a Right Angle 
Shrouded Banana Plug on the other. 
Rating: 1000V, 10AMP 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 


Probe Lead $8.00 
9150-0 Black 
Included (1) 48” Silicone lead with Straight Retractable 9150-2 Red 


Shrouded Banana Plug on one end, and a Right Angle 
Unshrouded Banana Plug on the other. 
Rating: 1000V, 10AMP 


For “Plug-on” Accessories see 9100 Optional Accessories page 11. 
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DMM Test Leads - 9100 Series Optional Accessories 


The 9100 Modular Modular Series 
series kits are available RETRACTABLE SHROUD PLUG 
with up to 25 different Flexible Vinyl Low-resistance 
modular plug-in Strain Relief Suen <a GOLD Contacts 
accessories, such as AS 


sprung hooks, pincer 
hooks, wire piercing 
hooks, extender probes, 


alligator clips and 5-way Soft Silicone Leads (Burn Resistant) 
telephone clips. 18 Gauge (440 Strands) 48” Long 
1000 Working Volts 10 AMP Rated 


B 
$3.75 a 


Retractable 
Safety Shroud 


91532" 
Standard Probe 


9167-* 
Piercing Hook 
3” Wire 


Silise 25 
$4.80 
$7295 


9168-* 
.025” Wire Wrap 
6” Wire 


9154-* 
Insulated Probe 
(O50mDiaw2-5.. 


9155-* 
Insulated Probe 
O80 ms Didwieo ol 


4956-* 
Pincer Hook 
For Wire Wrap 


9156-* B | 4986-* 
A Gatol Clip $321.0 Micro Pincer $8.95 
1/4” Opening For IC’s With 

.05” Lead Pitch 


9157-* 4958-* 
Alligator Clip $4.90 Pico Hook $4.95 
1” Opening For Wire Wrap 

CAT Il 1000 V, CAT Ill G00V, 10 A 


9169-* 
Sprung Hook 
Probe 


9158-* 
Alligator Clip 
3/8” Opening 


$1.50 

CAT Ill 1000 V, CAT IV 600V, 10 A 
Se2S 
$1.85 
$3.10 
$3.25 
SS) Ae) 


A 


9170-* 
Sprung Hook 
Probe 


9159-* 
Spade Lug 


CAT Ill 1000 V, CAT IV 600V, 3A 


9171-* 
Pincer Probe, 5” 


CAT IIl 1000 V, CAT IV 600V, 1A 


———_ 


CAT Ill 1000 V, CAT IV 600V, 1A 


j | ay 
CAT Ill 1000 V, CAT IV 600V, 10 A 


E 


: CAT III 1000 V, CAT IV 600V, 5A 


9172-* 
Pincer Probe, 7” 


9161-* 
Mini-Gator 
3” Wire 


91173-* 
Alligator Probe 


9174-* 
Piercing Probe 


9163-* 
5 Way Phone Clip 
3” Wire 


9164-* 9186-* SMD 
Sprung Hook $3.60 Needle Probe $4.90 
3” Wire (030; Diawle2Zer 


9187-* 
Fused Probe 
1000 Volt 


9165-* 
Pincer Hook 
3” Wire 


enn 


CAT Ill 1000 V, CAT IV 600V, .5A 


$4.65 $19.90 


* For Black Add -0, For Red Add -2 To Part Number 
Aas heanB q : C > D n¢ | (eg: 
i eee 


PROBE MASTER® 1-800-772-1519 www.probemaster.com = 11 


DMM Test Leads - 8000 Series (Screw-On Accessories) 
Softie Test Lead Kit $26.90 


10 Piece Kit 


SPECIFICATIONS 
e SILICONE LEADS, BURN RESISTANT e SCREW ON ACCESSORIES 
e SHARP GOLD PLATED POINTS ¢ 10 AMP RATED 
¢ SOFT, COMFORTABLE HAND GRIPS e 48” LONG, 18 GA 


¢ CONFORMS TO THE SHAPE OF YOUR HANDS ¢ 1000 WORKING VOLTS 


8043S CAT Ill 1000 V, CAT IV 600V, 10 A 


Select from the Meter 
Connections below: 


Stackable 
Banana Plug 


Standard Size 
Banana Plug 


Safety 
Banana Plug 


Softie Test Leads $14.90 


Set of 2 Leads 
MODEL 80175 
SHOWN CAT Ill 1000 V, CAT IV 600V, 10 A 
Select from the Meter 
Connections below: 


Ti 


STi 


il 


Stackable 
Banana Plug 


Standard Size 
Banana Plug 


Safety 
Banana Plug 


Same specifications as shown above 


Softie Test Leads $14.90 


MODEL 8018S Set of 2 Leads 
SHOWN 


Se _ RETRACTABLE SHROUDED BANANA PLUGS 


GOLD Tips & Connectors Same specifications as shown above 


Optional Screw-On Accessories 
GOLD tulsa 


1207 Optional 4” Extender Tip Black 


$3.75 


Rated to 60 V dc 
GOLD 1209-0 Wire Wrap Adapter Black 


1208 Optional 4” Extender Tip Red SOCOM RS NAINECE ONSEN 1209-2 Wire Wrap Adapter Red 


CAT Ill 1000 V, CAT IV 600V, 1 A CAT II] 1000 V, CAT IV 600V, 10 A CAT Ill 1000 V, CAT IV 600V, 10 A 


8050-2 Sprung Hook Red = $3.50 | 8051-2 Tip Cover Red $ .30 | 8052-2 Spade Lug Red $1.65 | 8053-2 Alligator Clip Red $1.65 
8050-0 Sprung Hook Black $3.50] 8051-0 Tip Cover Black $ .30 | 8052-0 Spade Lug Black $1.65 | 8053-0 Alligator Clip Black $1.65 


GOLD 
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Surface Mount (SMD) 


8161 - Needle Tip | ° ° e 
Spingyee 0137 Micro-Tip Probe Kit $33.90 
or. eeu 12 piece kit 
e a 
Spring Loaded 
8162 - Needle Ti H 
Spring Type b .040” GOLD Tips << 
—- C) _——. MODEL 8150 KIT 
SHOWN 
For Surface Mount ix 
8163 - Cluster Tip and High Density Circuits a 
Spring Type .020” _# 
a Comes with 10 tips (8 each spring loaded & 2 rigid tips). 
This probe is used with Surface Mount and High Density 
8164 - Cluster Tip circuits. The 10 needle point, and cluster point tips 
Spring Type 040” —_ included in the kit will insure a positive non-slip - 
Q connection to any surface. e SILICONE WIRE, 48” LONG 
re e SOFT COMFORTABLE HANDLE 


CAT III 1000 V, CAT IV 600V, 10 A 


8165 - Rigid Ti 
Stainless Steel . 
a) ee 
C) 
Set of 10 Tips (5 Types) 
facltrded: Single Replacement Tip 


2 each of above tips * Specify Part Number 


Micro-Tip Leads $20.90 


Set of 2 Leads 


Spring Loaded 


Micronesia cial GOLD Tips 8161 - Needle Tip Included 
MODEL DESCRIPTION 
CAT Ill 1000 V, CAT IV 600V, 10 A 8152 Micro-Tip, Leads, Right Angle $20.90 
Micro-Tip, Leads, Retractable 


SMD-Grippers Interlocking Pair 
(1 Green & 1 Yellow) 


GOLD Contacts 
e MAXIMUM FREQUENCY IS 100 MHz 
e FITS .025” WIRE WRAP LEADS 
e THIN CLIP BODY WIDTH ALLOWS MANY 
CLIPS TO BE MOUNTED SIDE BY SIDE AND 
SIMULTANEOUSLY TESTED. 


Price Includes: 
(1 Green & 1 Yellow) 


Micro Gripper $120.00 


10 Piece Kit 
e INCLUDES 10 MULTI-COLORED GRIPPERS 


e TIP BENDS 30 DEGREES FOR HARD TO 
REACH SIGNAL PROBING. 

e FITS .025” WIRE WRAP LEADS 

e 1.100” LONG TIP 

¢ 2.54mm TO .8mm 


MODEL DESCRIPTION PRICE 


8175 | Micro Gripper - 10 Piece Kit $120.00 
8176 


GOLD Contacts 


Jumper - Female to Female $2.95 


(Length 3”) 
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DMM Test Leads 
Extendible Test Leads 


$18.90 


MODEL 2018E 
SHOWN 


MODEL DESCRIPTION PRICE 


2011E | Unshielded Rt. Angle Banana Plug | $17.90 
2017E | Shielded Rt. Angle Banana Plug $17.90 
$18. 


2018E | Retractable Banana Plug 18.90 
$145.00 


MODEL 2069 
SHOWN 


e FULLY INSULATED TIPS 
e 48” LONG RUBBER LEAD, 18GA 

e SHARP STAINLESS STEEL TIP 

e TOTAL TIP EXTENDIBLE LENGTH, 2.25” 


Kelvin Test Lead, 4 Wire 


MODEL DESCRIPTION PRICE 
2069 | Std. Banana Plugs $145.00 


2068 | BNC Male Connector |$145.00 


e GOLD Plated Connectors 


Probe Master’s Kelvin Lead Set permits precise measurements at low signal levels. The 
special gripping surfaces of the tweezers are gold plated for optimum electrical 
performance. The four leads are shielded RG 174/U with color code markers. The 
maximum voltage rating is 250 VRMS @ 5 AMPS. Length 27” 


$108.00 


¢ GOLD PLATED KELVIN CLIPS MODEL 2067 
© SILICONE ISULATED LEADS 

¢ CE COMPLIANCE 

° 1” JAW OPENING 

¢ LENGTH 50” 


Kelvin Lead Set, 4 Wire 


This 4-wire Kelvin set consists of a Red/Grey and a Black/Grey Kelvin Crocodile Clip 
lead with a 4mm safety plug color coded to each relevant jaw. 


12” Safety Extender Probe $19.50 


MODEL 8055-0 


~ NS SHOWN 
—2 8-32 Threaded GOLD Tip 8000 Series — 8-32 Threads or Price shown is for ONE 
Fits 8000 Accessories — 9100 Series — Female Banana Jack probe with colored tip. 


Model 8055 screws securely on to all 8000 series test leads 
Model 9177 attaches securely on to all 9100 series test leads 


$16.90 


MODEL 2066 
SHOWN 


This extender probe helps maintain a 12” distance 
between the operator and high voltage circuits. 


Tweezer Test Lead 


GOLD Tips 
& Connectors 


e USE WITH SCOPE OR DMM 
e BNC OR BANANA PLUG OPTION 
e RAPID, ONE HAND TESTING 
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Breakouts 
BNC MALE TO MINI HOOK BREAKOUT BNC MALE TO ALLIGATOR BREAKOUT 


oo 


WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. 


BNC FEMALE TO MINI HOOK BREAKOUT BNC FEMALE TO ALLIGATOR BREAKOUT 


GOLD 
LENGTH | PRICE MODEL] LENGTH 
51295 31295 
WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. 
BNC MALE TO MINIGATOR BREAKOUT BNC MALE TO RETRACTABLE 


BANANA PLUG BREAKOUT 


GOLD 
MODEL | LENGTH | PRICE MODEL | LENGTH | PRICE 
3403 $12.95 3407 | 7% 1 $12.95 
WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. 
BNC FEMALE TO MINIGATOR BREAKOUT BNC FEMALE TO RETRACTABLE 


BANANA PLUG BREAKOUT 


GOLD 
MODEL| LENGTH | PRICE GOLD MODEL | LENGTH | PRICE 
3404 $12.95 3408 | 7" [$12.95 
WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. WIRE: 20 AWG, SILICONE INSULATED, .105 O.D. 
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BNC Cable Assemblies & Test Leads 


BNC MALE TO PICO HOOKS se |}~<—— 1.75 —>| 


* 


CABLE: RG174/U, SHIELDED COAX, .100 O.D. 
BNC MALE TO MINI HOOKS a 


3411460] 60") 


CABLE: RG58C/U, SHIELDED COAX, .195 O.D. 


BNC MALE TO MINIGATOR |< 1.50 ——>| "OnE ENGTEM 


bes, 3412A-24 
ens , 3412A-36 
a : GOLD 3412A-48 
ae ee | 3412A-60 
se Sy Ey 
CABLE: RG174/U, SHIELDED COAX, .100 O.D. 


BNC MALE TO ALLIGATOR CLIPS ————— )——— 


zs 


— 4G ¥ GOLD 


CABLE: RG58C/U, SHIELDED COAX, .195 O.D. 
BNC MALE TO .025 SQUARE PIN (FEMALE) 


Hee 


=) 


we 


CABLE: RG174/U, SHIELDED COAX, .100 O.D. For “Plug On” Wire Wrap Accessories see page 11. 
MINI HOOK TO MINI HOOK GOLD ODERIMECRIEE 


COILED CORD ag Contects _* $7.95 
: x Wire: 20 AWG, .100 O.D., Polyurethane 


Retracted Length 10”, Extended Length 40” 
*std colors - O Black, -2 Red. 


MINIGATOR TO MINIGATOR GOLD 


f MODEL| L| PRICE ) ICE 
COILED CORD Contacts $7.95 


Retracted Length 10”, Extended Length 40” 
*std colors - 0 Black, -2 Red. 


STACKING BANANA PLUG TO MINI HOOK 


025 
2 a $6.45 

a —— rr -——* 
EACH 

ti ee 


3431 - 60-* 
WIRE: 20 AWG. PVC INSULATED, .105 O.D. STD. COLORS: -0 BLACK, -2 RED ee) 


STACKING BANANA PLUG TO MINIGATOR 
150 


Ser. 
GOLD INES. 
GOLD 


3432 - 60-* Ee) 
WIRE: 20 AWG. PVC INSULATED, .105 O.D. STD. COLORS: -0 BLACK, -2 RED 
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Test Leads & Patch Cords 


STACKING BANANA PLUG TO ALLIGATOR CLIP 
| <__— 2.00. —_—— $ 6. 4 5 


GOLD 


WIRE: 18 AWG. PVC INSULATED, .145 O.D. STD. COLORS: -0 BLACK, -2 RED 
STACKING BANANA PLUG TO .025 SQUARE PIN (FEMALE) 


For “Plug On” Wire Wrap Accessories see page 11. 
WIRE: 20 AWG. PVC INSULATED, .150 O.D. STD. COLORS: -0 BLACK, -2 RED 


STACKING BANANA PLUG TO STACKING BANANA 


WIRE: 18 AWG. PVC INSULATED, .145 O.D. STD. COLORS: -0 BLACK, -2 RED 
MINIGATOR, EACH END 


eS a era ee al $4.75 


3451 - 60-* 


GOLD 


WIRE: 20 AWG. SILICONE INSULATED, .105 O.D. STD. COLORS: -0 BLACK, -2 RED 
ALLIGATOR CLIP, EACH END 


WIRE: 18 AWG. SILICONE INSULATED, .145 O.D. STD. COLORS: -0 BLACK, -2 RED 
.025 SQUARE PIN (FEMALE), EACH END 


For “Plug On” Wire Wrap Accessories see page 11. 
WIRE: 24 AWG. SILICONE INSULATED, .070 O.D. STD. COLORS: -0 BLACK, -2 RED 


PICO HOOK, EACH END 
ey oye ee 7 5 | $4 95 


GOLD Se GOLD ete, 


WIRE: 24 AWG. SILICONE INSULATED, .070 O.D. STD. COLORS: -0 BLACK, -2 RED 
MINI HOOK, EACH END 


|< 2.25——_>| |< 2.25 >| $4.95 


COLD 7G GOLD 


WIRE: 20 AWG. SILICONE INSULATED, .105 O.D. STD. COLORS: -0 BLACK, -2 RED 
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BNC Cables & Adapters 
Precision BNC Cables ° PRECISION BNC MALE CONNECTORS $ ] 2 


¢ MOLDED STRAIN RELIEFS 
e GOLD CENTER CONTACTS MODEL 3101 SHOWN 
e HIGH INTEGRITY SHIELDING 


tangy | 50 OHM-RG58 
Length MALE TO MALE 
Feet Model Price 
[6 ds 3106 see 
Dice ad 
ro ee : 


Molded 
Strain Relief 


Insulated 
BNC 


For other lengths call factory. 


$35 


MODEL 2035 


~ GOLD 
Center Pin 


BNC Adapter Kit 


BNC KIT Contains 
e TOP ROW (Left to Right): 
F/F/F, M/F, F/F/M, M/F/F/F 


¢ BOTTOM ROW (Left to Right): 
F/M/F, F/M/E, F/F, F/F 


Terminations e Precision Terminations ¢ GOLD Center Contacts 


(OHMS) VSWR 
|B | 1024 |. 503, 2% [2 | aS 00M Zs |S 
8 [i024A | 502.1% | 2 [121 DCTO SWOMHZ| SOO-MHZ | $48.00 _| 
| Be | 1025" | 75 4 29 | 25 | 500 MHZ9) as 210 
8 [7025K | 75.1% | 2 [121 DCTOSOOMRZ| SOO MHZ | $48.00 _| 
re [1026 [e00s.5% [2s] ——S=«*d; SOO MHZ | $32.00 _ 
eA: | 10528 [50590 [92 | 500 MEtZy| eS 0a 
Ca [ross [755% | 2 | 300 maz [$9.00] 
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Audible Circuit Probe = a NSETTO CHECK $20 


é : MODEL 105 
e Continutity 
e AC & DC Voltages 
e Resistors to 1 meg ohm 
, ¢ Capacitors to 3000 mfd 
tree UY SU aero es e Diodes & Tansisitors 
produces a tone that 
varies with resistance, ¢ Compare Circuit Resistance 
capacitance, or voltage. 
DIODE - ZENNER - LED - RECTIFIER 
RESISTANCE “Reference Tone will 
; ; a — “REFERENCE TONE” will be heard” 
O Resistance (when probe is shorted to itself) WITH LEADS REVERSED 


As resistance goes UP to 1 meg ohm, Frequency goes DOWN to 10Hz. 


DC& AC VOLTAGE 

DC RANGE- 0-130 volts MAX 

O volts - “REFERENCE TONE” 

To +130 volts - Frequency goes UP with voltage 

To - 8 volts - Frequency goes DOWN with voltage 


DIODES 
1 to 3hz may be heard 
because of leakage 


RECTIFIERS 

Up to 20hz is acceptable of 
normal leakage 

AC RANGE - 0 to 130 volts MAX 

Frequency goes UP with voltage, and is an AC modulated tone. 


CAPACITOR 

NON-POLARIZED CAPACITORS (ceramic, mylar, etc.) 

Less that .01 mfd. - No Tone 

.01 to .5 mfd. - One click 

5mfd to 3000mfd. - Tone changes from High Freq. down to 10hz. 


POLARIZED CAPACITORS (electrolytic & tantelum) 


Same indications as above if connected this way. 


If leads are reversed, tone will only 
" go down to “REF. TONE” and 
A possibly start back up. 


1. Before testing, short capacitor leads 


together to discharge. TRANSISTOR GOOD - When connected as above, and a tone 
2. Ceramic capacitors may have buzzing slightly lower than “REF. TONE” is heard. 
sound depending on leakage 
3. Capacitor is shorted if “REF. TONE” is TRANSISTOR OPEN - No tone, when connected as above. 
heard in both directions. TRANSISTOR SHORTED - If tone is heard when leads are reversed. 
Pin & Socket Adapters - Flexible MODEL_ SIZE CONTACT RATING PRICE 


Fits on 9100 Series and other standard banana plugs. 9180-1-* Male .030” Dia. 


* Pin & Sockets: Gold Plated GOLD Tips siinsulation: PVG eS Oem ole Ae: 
°B k: Nickel Plated * Rating: 
anata Jack: Nickel Pate & Connectors Rating: 7500 Di 9180-4-* Male .093” Dia. 


9181-1-* Female .030” Dia. 
= <aaaalimaeee 9181-2-" Female 040” Dia 


9180-3-* Male .063” Dia. 


9184 One each of the above, Black $21.40 
9180 Male 9181 Female 9185 One each of the above, Red $21.40 
(Model 9181-1 also fits .025” square pins) *Specify color: -0 Black, -2 Red 


Fused Probe e Fits 9100 Series Test Leads $ T 9.90 


MODEL 9187-* 
CAT III 1000 V, CAT IV 600V, .5 A BU COIEO black red 


This fused probe is fitted with a 500 mA/1000V Fuse. The fuse is always held captive in the front molding 
for added safety. Fits 9100 series test leads. Overall length 5.635” 
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Probe Master 


215 Denny Way 
El Cajon, CA 92020 


rag OURPROMISE TO yOu 


= Probe Masters first priority is to 
please our customers. If for any 
reason this product. does not 
meet your, quality expectations, 
we invite you to exchange the 
product or return it tora retund. 
Probe Master has endorsed this 
policy since 1980. 


gE 


SPECIAL PURPOSE PI 
Push Button oe 
. Side Switch 


WE CAN MAKE OR MODIFY 
SPECIAL PURPOSE PROBES FOR 
YOUR 0.E.M. REQUIREMENTS. 
PLEASE CALL FOR INFORMATION. 


NO MINIMUM ORDER - 24 HOUR SHIPMENT IF REQUESTED 
TO ORDER, CALL TOLL FREE: 800-772-1519 


OR FAX YOUR ORDER: 800-854-1519 e-mail: product_questions@probemaster.com 


LOCAL/INTERNATIONAL PHONE: 619-258-7412 LOCAL/INTERNATIONAL FAX: 619-258-7413 
ORDER ONLINE: 


www.probemaster.com 


CAT 2009 


